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SUMMARY. Early identification of chronic hepatitis B is

important for optimal disease management and prevention

of transmission. Cost and lack of access to commercial

hepatitis B surface antigen (HBsAg) immunoassays can

compromise the effectiveness of HBV screening in resource-

limited settings and among marginalized populations.

High-quality point-of-care (POC) testing may improve HBV

diagnosis in these situations. Currently available POC

HBsAg assays are often limited in sensitivity. We evaluated

the NanoSign� HBs POC chromatographic immunoassay

for its ability to detect HBsAg of different genotypes and

with substitutions in the ‘a’ determinant. Thirty-seven

serum samples from patients with HBV infection, covering

HBV genotypes A–G, were assessed for HBsAg titre with

the Roche Elecsys HBsAg II quantification assay and with

the POC assay. The POC assay reliably detected HBsAg at

a concentration of at least 50 IU/mL for all genotypes, and

at lower concentrations for some genotypes. Eight samples

with substitutions in the HBV ‘a’ determinant were reliably

detected after a 1/100 dilution. The POC strips were used

to screen serum samples from 297 individuals at risk for

HBV in local clinical settings (health fairs and outreach

events) in parallel with commercial laboratory HBsAg test-

ing (Quest Diagnostics EIA). POC testing was 73.7% sensi-

tive and 97.8% specific for detection of HBsAg. Although

the POC test demonstrated high sensitivity over a range of

genotypes, false negatives were frequent in a clinical set-

ting. Nevertheless, the POC assay offers advantages for test-

ing in both developed and resource-limited countries due

to its low cost (0.50$) and immediately available results.
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INTRODUCTION

Chronic infection with hepatitis B virus (HBV) results in an

estimated 786 000 deaths annually worldwide [1].

Infected individuals may remain asymptomatic for long

periods but are at risk of progressive liver disease, and can

transmit the virus to other susceptible individuals. Early

identification of infection is thus important. The primary

marker for screening and laboratory diagnosis of HBV infec-

tion is hepatitis B surface antigen (HBsAg), a component of

the virus envelope that is also found in the blood in great

excess as noninfectious subviral particles. Immunoassays

with high sensitivity and specificity for HBsAg detection

are used in developed countries and are subject to strict

regulatory requirements and quality assurance. While

HBsAg testing has been at the forefront of blood screening

and subsequent improvements to public health, the cost

and the lack of access to commercial immunoassays can

limit their usefulness in resource-limited settings and

among marginalized high-risk populations including injec-

tion drug users, immigrants and the homeless. The time

and expense involved in blood processing and patient call-

back and counselling can be considerable, and many

patients are lost to follow-up. High-quality point-of-care

(POC) testing may overcome some of these hurdles and

reduce costs.

A number of rapid POC assays for HBsAg are commer-

cially available. These tests have a range of diagnostic
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accuracy and generally do not have the same sensitivity

and specificity as commercial screening immunoassays,

potentially returning false-negative or false-positive results

leading to subsequent inappropriate clinical management.

With ten different HBV genotypes (A–J), genetic diversity

presents a major challenge, and genotype-dependent

reduced sensitivity has been shown with some assays [2].

In addition, HBV variants carrying amino acid substitu-

tions in the ‘a’ determinant of HBsAg can escape detection

[2–4]; such amino acid substitutions can emerge under the

selective pressure of antiviral therapy (e.g. lamivudine) or

immune response (e.g. postvaccination). We evaluated a

POC test for the detection of HBsAg – the NanoSign� HBs

POC strips – using samples from patients infected with dif-

ferent HBV genotypes and defined specimens with substitu-

tions in the ‘a’ determinant. We also used the test to

screen a panel of at-risk patients and compared the results

with standard-of-care (SOC) serologic testing.

METHODS

The NanoSign HBs POC strip (Bioland, Seoul, South Korea)

is a chromatographic immunoassay. A mouse monoclonal

antibody to HBsAg (capture reagent) is immobilized on a

nitrocellulose membrane. A second mouse monoclonal

antibody to HBsAg, conjugated to colloidal gold, is in a

fibre pad in contact with the membrane (detector reagent).

When the strip is placed into the serum sample, the solubi-

lized conjugate binds to any HBsAg present. The resulting

complex migrates by passive diffusion along the test strip

until it is captured by the antibody immobilized on the

nitrocellulose membrane and forms a visible coloured

band. A coloured control band, confirming that the colloi-

dal gold conjugate is functional, must also appear for the

test to be valid. The manufacturer claims the assay can

detect HBsAg concentrations as low as 1.4 IU/mL.

Forty-five HBsAg-positive serum samples from patients

with chronic HBV infection were obtained from a bio-

repository at the Victorian Infectious Diseases Reference

Laboratory, Melbourne, Australia. HBV genotype was

determined using the online HBV genome analysis pro-

gram SeqHepB, as previously described [5,6]. Thirty-seven

samples, covering HBV genotypes A–G, were assessed for

HBsAg titre with the Roche Elecsys HBsAg II quantification

assay (Roche Diagnostics, Mannheim, Germany). The dead

volume remaining in the Elecsys sample cup after quantifi-

cation (�100 lL) was used to evaluate the NanoSign�

HBs POC strips. Serial tenfold dilutions of samples repre-

senting each HBV genotype were tested with both assays.

Eight samples with known substitutions in the HBV ‘a’

determinant were tested with both assays, undiluted and

at a dilution of 1/100.

NanoSign� HBs POC strips were used to screen serum

samples from 297 individuals at risk of HBV in local clini-

cal settings (health fairs and outreach events) in parallel

with SOC serologic testing for HBsAg through a commer-

cial laboratory (Quest Diagnostics EIA; Madison, NJ, USA).

Trained technicians under the supervision of a pharmacist

or physician performed and read the results of the POC

tests. All participants provided informed consent.

RESULTS AND DISCUSSION

Genotype sensitivity

The 37 samples tested included HBV genotypes A (n = 4),

B (n = 4), C (n = 6), D (n = 4), E (n = 8), F (n = 4) and G

(n = 7). Two HBV genotype C samples were the divergent

subgenotype C4, found only in Indigenous Australians,

which has a surface gene region most closely related to

HBV genotype J [7]. All 37 samples tested positive

for HBsAg using the POC strips (sensitivity 100%).

(a) (b)

Fig. 1 NanoSign HBs POC test strip results for a panel of serum samples with known HBV genotypes (panel a) and for

eight samples with ‘a’ determinant mutations (panel b). HBsAg titres measured by Elecsys HBsAg II assay are indicated

under each strip in IU/mL. The assay control band is on the right of each strip with the sample band on the left.
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HBsAg-negative samples did not produce any signal (speci-

ficity 100%), even when samples were seropositive for hep-

atitis A virus or hepatitis C virus. Testing serially diluted

serum samples (Fig. 1a) showed that the POC strips reli-

ably detected HBsAg at a concentration of at least 50 IU/

mL for all genotypes and at lower concentrations for some

genotypes. We acknowledge that this detection limit is sim-

ilar to or slightly higher than most HBsAg enzyme immu-

noassays [3]; however, POC strips appear to be sensitive

enough to detect HBsAg levels in serum from chronically

infected patients across a range of genotypes.

Detection of HBsAg variants

All of the eight samples with known substitutions in the

HBV ‘a’ determinant were reliably detected after a 1/100

dilution (Fig. 1b). Common HBsAg variants surface (s)

D144E and sG145R, in particular, showed clear reactivity.

This is notable because the ‘a’ determinant fragment 137–

147 constitutes the antigen domain recognized by neutral-

izing antibodies. Immune selection pressure following

extensive vaccination programmes has led to increased fre-

quency of these variants, particularly sG145R [8]. The

sM133L variant appears as a false negative in several

HBsAg test kits, even at concentrations above the detection

limit established for wild-type HBV samples [3]. The

sM133L variant was clearly detectable with the HBs POC

strips. Our results suggest that NanoSign HBs POC strips

can detect a broad range of HBsAg variants. It would be

informative to evaluate the POC strips using additional

mutants known to escape detection with other tests.

Patient screening

Among the 297 patients tested, 72% were Vietnamese

attending community outreach events at churches and

health fairs, 66% were female and the mean age was

54 years. Only 4% reported being born in the United States

and 42.4% reported having access to health care. Overall,

19 (6.4%) tested by SOC were positive for HBsAg. POC

testing was 73.7% sensitive and 97.8% specific for the

detection of HBsAg (Table 1). The positive predictive value

was 70%, and the negative predictive value was 98.2%,

thus POC testing failed to detect 26% of positive cases of

HBV infection, but identified 98% of those requiring vacci-

nation. The cost of SOC was five times higher than POC,

costing $126.43 vs. $25.30 per positive case. The high

rate of false negatives could have been related to operator

error, low HBsAg levels, assay degeneration or lot

variation.

CONCLUSION

In conclusion, in a laboratory setting, we demonstrated

that NanoSign HBs POC strips can detect HBsAg at levels

much lower than normally found in the blood of infected

individuals and that the strips were nonreactive for samples

previously shown to be HBsAg negative. In addition, the

POC assay detected a range of HBV genotypes and ‘a’ deter-

minant variants. In a clinical setting, although the POC

assay demonstrated high specificity, false negatives were

frequent. As HBV genotype and HBsAg variants do not

appear to alter the results based on our study, the high

number of false negatives could be explained by operator or

batch variation. Therefore, this test is not appropriate for

HBV screening in blood banks. Nevertheless, the POC assay

still offers advantages for testing in both developed and

resource-limited countries due to its low cost (0.50$) and

immediately available results (20 min from phlebotomy to

laboratory test assessment). This affordable and rapid test

could provide a significant improvement in HBsAg screen-

ing options for high-prevalence groups, drastically lowering

screening costs and reducing the barriers to testing.
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